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NanoDrop Lite Plus Microvolume UV Spectrophotometer

NanoDrop Lite Plus Home Screen

From the Home Screen, select the Nucleic Acids or Protein sample category, then select a sample 
type from the available applications
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Load blank, close the arm quickly, and select 
Blank.
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Enter a sample name, load sample, close the arm
quickly, and select Measure to initiate 
measurement.
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When finished measuring samples, select Home. Sample data is 
automatically saved.
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